[Physiologic validation of the method of functional hearing tests for evaluation of hearing function].
Physiological validation is presented for application of ototopicometry. This method is intended for measurements of minimal recognizable angles of a moving sound object localization in several space planes. Quantitative characteristics of ototopical function in healthy subjects upon localization of various sound stimuli are described. Ototopicometry is proposed as an additional audiological test for functional assessment of the acoustic human system.